Cardiac rhythm device contact dermatitis.
We present a series of three cases of patch testing confirmed cardiac rhythm device induced contact dermatitis. In the first two cases, there was complete resolution with device extraction and reimplantation with another device with either an absence of the offending agent or a coating with another resin or metal. These cases illustrate the difficulties in diagnosing pain, tenderness, and dermatological manifestations in patients with cardiac rhythm devices (pacemakers and implantable cardioverter defibrillators).